We compared measured values of ethanol concentrations by an oscillation-type density meter method with those by a hydrometer method. Measured values obtained by the two methods were in sufficient agreement, considering the uncertainty of the two methods.
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We also estimated the uncertainty related to the determination of ethanol concentrations measured by the hydrometer method.
